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32カ所の家庭等の掃除機ゴミから得たハウスダスト試料について，2社のダニアレルゲン用サンドウィッ
チELISA検査試薬と2社の簡易キットでダニアレルゲン量を同時に測定し，測定値の相違，相関性，簡便法
の性能を検討した。その結果，細塵1gあたりのアレルゲン量（In試薬）はDerf1が120～190,000ng，Derp1が
0～15,600ng，Der1が120～192,400ng，Der2が2～1,880ngの範囲であった。市販のELISA用検査試薬につい
ては，Der1では2社の製品による測定値の差が大きく，Der2では測定値が2社とも低く，試薬の作製や操作
面でさらなる改善向上が望まれた。簡易キットについては，ELISA検査試薬との相関性は高く，汚染指標と
しての有効性が確認された。

要 旨

Wemeasuredthelevelsofmiteallergensin32housedustsampleswith2kindsoftoolsforELISAreagentsand
2kindsoftoolsforquickdeterminingkitsatthesametimeandexaminedthedifferenceinthemeasurementvalue,re-
lationshipbetweentheobtaineddata,theperformanceofthequickdeterminingkits.AllergenlevelsmeasuredbyIn
toolwere120～190,000ngpergoffine-dustatDerf1,0～15,600ngatDerp1,120～192,400ngatDer1,and
2～1,880ngatDer2,respectively.AsforELISAreagents,thedifferencebetweentwomethodswaslargeinthealler-
genamountofDer1,andtheallergenamountofDer2waslowinbothmethods,soitisnecessarytoincreasethe
detectionperformanceofthetools.Moreover,asforthequickdeterminingkits,therelationshipofthedatabetween
thekitsandtheELISAreagentswashigh,andtheusefulnessofthekitswasconfirmedasamitepollutionindexin
theroom.
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